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Nasal/Nasopharyngeal Swab Procedure  

 

 
 

   
 

 Look closely! This is a positive result. Even if 
you see a very faint, pink Test Line and a blue 
Control Line, you must report the results as 
POSITIVE. The positive test line is usually very 
prominent, but test line intensity can vary.  

 

A = Influenza A Test Line C = Control Line  B = Influenza B Test Line 
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Consult Instructions for Use 
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